Abstract-The design and full-wave analysis of piezoelectric microneedle antenna sensors for minimally invasive near-field detection of cancer-related anomalies of the skin is presented. To this end, an accurate locally conformal finite-difference time-domain procedure is adopted. In this way, an insightful understanding of the physical processes affecting the characteristics of the considered class of devices is achieved. This is important to improve the structure reliability, so optimizing the design cycle. In this regard, a suitable sensor layout is described, and discussed in detail. The major benefit of the proposed system stems from the potential for obtaining a superior performance in terms of input impedance matching and efficiency, in combination with an electronically tunable steering property of the near-field radiation intensity which can be profitably used to enhance the illumination and, hence, the localization of possible malignant lesions in the host medium. By using the detailed modeling approach, an extensive parametric study is carried out to analyze the effect produced on the sensor response by variations of the complex permittivity of the skin due to the presence of anomalous cells, and thus useful heuristic discrimination formulas for the evaluation of the exposure level to cancer risk are derived.
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INTRODUCTION
Recently, considerable attention has been devoted to microwave reflectometry as an effective means for the detection and diagnosis of melanoma [1, 2] . As a matter of fact, the pre-operative discrimination between benign and cancerous tissues in the dermis and, in particular, the early prediction of potential malignancy can be carried out conveniently by measuring the electrical characteristics of the skin. In-vivo experiments have outlined that normal skin and malignant lesions differ significantly in their content of water, salts and proteins, which in turn affects the local complex permittivity value of the tissue under test [3, 4] . Thereby, the retrieval and monitoring of physiological parameters relevant to potentially harmful tumors may be achieved by evaluating the return-loss response of a suitable antenna sensor as a function of the dielectric properties at microwave frequencies of the material being investigated. Two noteworthy advantages of this approach consist in the ease of application, as well as in the absence of detrimental side effects due to the use of ionizing radiations.
In the considered context, it is pivotal to give special attention to the sensor antenna, whose design is very challenging due to the demanding requirements in terms of reduced volume occupation, low power consumption, and biocompatibility with the human body [5, 6] . Besides, the host environment consisting of different biological tissues adds substantial complexity to the problem due to the high losses [7] [8] [9] . In [1] , an open-ended coaxial probe has been used to perform, in combination with a calibrated vector network analyzer (VNA), reflectometry-based measurements of different skin lesions in the frequency band from 300 MHz to 6 GHz. However, such a probe typically features a poor impedance matching property, which results in a large back-reflection level of the radio-frequency (RF ) power delivered by the VNA oscillator and, hence, a reduced electromagnetic field interaction with the tissues under test, potentially responsible for a significant inaccuracy in the diagnosis. In order to overcome the mentioned power-budget-related limitation, a novel class of piezoelectric micro-needle antenna sensors for minimally invasive detection of skin cancer is introduced, and thoroughly investigated. The proposed devices are characterized by superior performance in terms of return loss and efficiency in the millimeter-wave frequency range. Furthermore, the adoption of a piezoelectric needle allows for an electronically controllable steering property of the near-field radiation pattern, which can be profitably used to focus the electromagnetic energy on the cancerous material [10] or, conversely, to perform a quick scan over a larger area, so providing a favorable additional degree of freedom in the monitoring and detection procedure. A suitable layout of the proposed piezoelectric micro-sensors is in particular presented, and discussed in detail.
The complexity of the presented devices poses a non-trivial problem regarding the relevant full-wave characterization, an accurate and fast numerical scheme for solving Maxwell's equations being required.
To this end, an enhanced locally conformal finitedifference time-domain (FDTD) technique has been used [11, 12] . The adopted electromagnetic field prediction model, featuring an enhanced numerical accuracy compared to the conventional stair-case modeling approach, is based on the definition of effective material parameters accounting for the local electrical and geometrical properties of the structure under analysis. In this way, one can gain an insight into the underlying physical processes affecting the circuital characteristics and radiation properties of the considered class of devices. This in turn is important in order to improve the sensor reliability, so optimizing the design cycle.
The paper is organized as follows. In Section 2, the layout of the proposed piezoelectric micro-needle probe sensors is detailed, whereas the full-wave FDTD-based modeling approach adopted for the relevant electromagnetic characterization is discussed in Section 3. A comprehensive investigation into the performance of the considered class of devices is then presented in Section 4. The concluding remarks are summarized in Section 5.
PROPOSED SENSOR LAYOUT
The topology of the proposed piezoelectric antenna sensor for nearfield detection of cancer-related anomalies of the skin is shown in Fig. 1 . As it can be readily noticed, the device features a microneedle probe, having width w d = 50 µm, thickness t d = 12 µm, and length l d = 0.5 mm, which consists of an Aluminum Nitride (AlN ) piezoelectric film sandwiched between two Molybdenum (M o) electrodes (see Fig. 2 ).
The needle is assumed to be pierced through the skin in such a way as to have the circular metal shield with radius r g = 0.8 mm and thickness t g = 0.25 mm in close contact with the epidermis. So, once the probe is bedded in the medium being investigated, the relevant curvature radius can be adjusted electronically by applying a suitable low-frequency control voltage V c to the M o electrodes, with a minimally invasive impact on the surrounding biological tissues. In the proposed design layout, Molybdenum has been selected for sensor prototyping due to the low resistivity and effectiveness in promoting a preferential orientation of the AlN film. In particular, the layers forming the sensor needle have been grown by reactive magnetron sputter technique employing a pulsed power supply [13] . The growth conditions have been optimized in order to achieve a reasonable tradeoff between adhesion stability, crystallographic quality, and residual stress of the films. In this way, probes with different width values and length ranging from 250 µm to 2.5 mm have been manufactured at the Figure 3 . Scanning-electron-microscope image of a free-standing micro-needle probe prototype manufactured at the facility of the Center of Biomolecular Nanotechnology, Italian Institute of Technology, by using optical lithography and a high-precision etching technique. The piezoelectric AlN film features a thickness of 500 nm.
facility of the Center of Biomolecular Nanotechnology, Italian Institute of Technology (IIT ), by using optical lithography and a high-precision etching technique (see Fig. 3 ).
The developed sensor is excited by means of a coaxial feeding line turning, at the end section, into the probing structure. The geometrical characteristics of the connector have been selected in such a way as to achieve the characteristic impedance Z 0 = 50 Ω, and a T E 01 cut-off frequency f c f max , f max denoting the maximum operating frequency. The outer conductor of the coaxial cable is physically connected to the metal shield, which is used to enhance the nearfield radiation level at the broadside [14] , while minimizing parasitic energy emission in the back direction or, conversely, reducing possible electromagnetic-interference-related problems due to the interaction with other electronic devices operating in the same environment, which potentially may result in a degradation of the device performance and, hence, an inaccurate detection and diagnosis.
FULL-WAVE SENSOR MODELING
The design and full-wave analysis of complex devices require accurate electromagnetic field prediction models [11, 12] . One such widely used technique is the FDTD technique. However, in the conventional formulation of the algorithm [15] , each cell in the computational grid is implicitly assumed to be filled in by a homogeneous material. For this reason, the adoption of Cartesian meshes could result in reduced numerical accuracy where structures having complex geometry are to be modeled. In this context, the hereafter detailed locally conformal FDTD scheme provides a clear advantage over the use of the stair-casing approach or unstructured and stretched space lattices, potentially suffering from significant numerical dispersion and/or instability [15] . Such scheme is based on the definition of suitable effective material tensors accounting for the local electrical and geometrical properties of the device under analysis.
Let us consider a three-dimensional domain D filled by a linear, isotropic, non-dispersive material, having permittivity ε(r), magnetic permeability µ(r), and electrical conductivity σ(r). In such a domain, a dual-space, non-uniform lattice formed by a primary and secondary Cartesian mesh is introduced. The primary mesh M D is composed of space-filling hexahedrons having nodes r i,j,k . Thereby, upon denoting the triplet (i, j, k) ∈ N 3 0 as Υ for shortness, the edge lengths between adjacent vertices in M D turn to be ∆ξ Υ =ξ · r Υ+Λ ξ − r Υ , where Λ ξ andξ are the fundamental triplet and the unit vector respectively, relevant to the ξ coordinate axis (ξ = x, y, z). On the other hand, the secondary or dual mesh M D (see Fig. 4 ) consists of closed hexahedrons whose edges penetrate the shared faces of the primary cells and connect the relevant centroids r Υ . As a consequence, the dual edge lengths are found to be ξ Υ =ξ · r Υ − r Υ−Λ ξ = ∆ξ Υ−Λ ξ + ∆ξ Υ / 2. As usual, the electric field components are defined along each edge of a primary lattice cell, whereas the magnetic field components are assumed to be sampled at midpoints of the edges of the secondary lattice cells. The governing relationship between the E-and H-field components is given by Maxwell's equations in integral form, namely the FaradayNeumann's and Ampere's laws. In particular, the enforcement of the Ampere's law on the general dual-mesh cell face S ξ Υ , having boundary ∂ S ξ Υ = C ξ Υ (see Fig. 4 ), results in the integral equation:
Under the assumption that the spatial increments ∆ξ Υ (ξ = x, y, z) of the computational grid are small compared to the minimum operating wavelength, the contour integral appearing on the left-hand side of (1) can be evaluated by the mean value theorem, neglecting infinitesimal terms of higher order. Besides, the partial derivative operator in (1) can be approximated by using a central-difference approximation, which is second order-accurate where the E-and H-field components are staggered in the time domain. Therefore, upon introducing the normalized field quantities:
with t ν = ν∆t, ∆t being the time step selected according to the Courant-Friedrichs-Lewy (CFL) stability condition [15] , after some algebraic manipulation the following explicit time-stepping equation is obtained:
denotes the finite-difference expression of the ξ-component of the normalized magnetic field curl. By applying the duality principle in the discrete space (M D , M D ), the FDTD-update equations of the H-field can be easily derived as:
with S ξ Υ being the general primary-mesh cell face orthogonal to the ξ coordinate axis. In (4)- (5), the information regarding the local physical properties, as well as the geometrical non-conformability of the electromagnetic structure under analysis to the adopted Cartesian mesh, is transferred to the following position-dependent effective permittivity, electrical conductivity, and permeability tensors:
In this way, a significant enhancement in terms of numerical accuracy can be achieved over the conventional stair-case modeling approach. It is worth noting that the computation of the effective material parameters (6)- (7) can be conveniently carried out before the FDTDmethod time marching starts. As a consequence, unlike in conformal techniques based on stretched computational grids, no additional correction is required in the core of the numerical algorithm. By using the detailed sub-cell method, the design and accurate full-wave analysis of the considered class of piezoelectric microneedle antenna sensors have been carried out. In doing so, the individual device has been meshed on a graded space lattice with maximum spatial increment ∆ξ max = λ min /20, where λ min denotes the wavelength in the skin at the maximum operating frequency in the spectrum of the excitation signal, which is a Gaussian-modulated sinusoidal voltage pulse defined by:
where u(t) is the usual unit-step distribution, and:
The selection of the time parameter T g according to (9) results in the significant spectral content of the source pulse, measured at −10 dB level, within the frequency band from
The energy delivered by the voltage generator, assumed to feature internal resistance R g , is accounted for by adding a local current density term in the finite-difference equations used to update the transient distribution of the electric field at the feed section of the sensor probe:
Υ g being the index triplet relevant to the driving point, and where I g | n+1/2 = Π g t n+1/2 /R g denotes the discrete-valued excitation current. In this way, the voltage and current accepted at the input terminals of the feeding line can be computed as follows:
where C V is an open contour extending along the driving point, and C I a closed contour path wrapping around the generator. Thereupon, the input impedance of the device is readily evaluated as:
with DF T {·} (f ) being the usual discrete Fourier transform operator, and where the correction term e jπf ∆t accounts for the half-time-step staggering inherent in the FDTD-method marching algorithm. In all numerical simulations carried out within the proposed research, a ten-cell uniaxial-perfectly-matched-layer (UPML) absorbing boundary condition [16] has been adopted to simulate the extension of the space lattice to infinity. In particular, a quartic polynomial grading of the UPML conductivity profile has been selected in such a way as to achieve a nominal value R P M L 10 −4 of the spurious reflection level at the truncation of the computational mesh. As outlined in [15] , the UPML is indeed perfectly matched to inhomogeneous material regions, as the one formed by the skin layer being investigated during the sensing survey and the upper air region, so no spurious numerical reflection takes place at the termination of the air-skin interface. However, in order to avoid the numerical instability of the time-stepping scheme within UPML due to the dispersive behavior of the skin, a suitable frequency-domain averaging approach has been adopted. As a matter of fact, the skin layer is modeled as a half space having effective relative dielectric constant ε r S and electrical conductivity σ S computed, by means of the integral mean value theorem, as:
respectively, ε 0 denoting the free-space permittivity and ε * r S (f ) the complex relative dielectric constant described by the following experimentally extrapolated Cole-Cole-like fitting equation [17] :
where ε r∞ is the optical relative permittivity, τ the relaxation time, ∆ε r the magnitude of the dispersion of free water fraction in the Figure 5 . Frequency-domain behavior of the complex permittivity relevant to the skin of the wrist/forearm [17] . The integral mean values of the relative dielectric constant and electrical conductivity in the range from f min = 30 GHz to f max = 90 GHz are also shown.
skin layer, σ i the ionic conductivity, and α characterizes the spread in relaxation time. These model parameters strongly depends on the part of the body being analyzed, the ones relevant to the wrist/forearm being listed in Table 1 for convenience of the reader [17] .
SENSOR RADIATION PROPERTIES AND CIRCUITAL CHARACTERISTICS
By using the detailed locally conformal FDTD technique, the circuital characteristics and radiation properties of the proposed class of sensing devices have been investigated in detail in the frequency range from f min = 30 GHz to f max = 90 GHz (f c = B = 60 GHz) where, according to Equations (14)- (16) and the experimental physiological parameters listed in Table 1 , the skin of the wrist/forearm exhibits an integral average relative permittivity ε r S 12.08 and electrical conductivity σ S 21.67 S/m (see Fig. 5) .
A specific parametric analysis has been carried out in order to determine the impact of the curvature radius r d of the micro-needle probe on the sensor performance in terms of impedance matching, as well as with regard to the total efficiency e a (f ), given by:
where:
denote the radiation and mismatch efficiency terms respectively,
} is the real input power accepted by the sensor bedded in the tissue under test, whereas the total radiated power P rad (f ) is determined by integrating the real part of the Poynting vector over a surface S a enclosing the device, namely:
As it can be noticed in Fig. 6 , the sensor is well matched to the feeding line in a ultra-wide band starting from the lower cut-off frequency at 10 dB return-loss level ν min 44.25 GHz, which is not severely impacted by the curvature radius of the probe. On the other hand, the reactive energy storage process occurring in the spatial region between the needle and the metal shield results in a capacitive effect which significantly affects the upper cut-off frequency ν max and, hence, the operating bandwidth BW = ν max − ν min , whose behavior as a Fig. 7 . It has been numerically found out that the considered sensor features a nearly flat fractional bandwidth F BW = BW/f 0 , f 0 being the fundamental resonant frequency (see Fig. 6 ), whereas the related radiation quality factor [18] is given by:
with Q C = 1/ k S r g + 1/ k S r g 3 denoting the Chu lower bound [19] at the fundamental wave number k S = 2πf 0 √ ε r S /c 0 in the skin layer.
In (21), s 2 is the level of the voltage-standing-wave-ratio (VSWR) at which F BW is determined. Inspection of Fig. 7 also reveals that the total efficiency e a of the sensor at the central working frequency f c assumes reasonably high values ( 4.5%) despite of the high losses of the host medium. In this respect, it is to be stressed out that e a is strongly correlated to BW ; as a matter of fact, the following equation can be derived heuristically:
showing that the level of power deployed in the skin increases as the operating bandwidth becomes larger. In (22) , BW is assumed to be expressed in GHz, and e a in percentage (%). Therefore, the input impedance matching of the device under analysis is an important functional characteristic which is to be properly taken into account during the design stage. The major benefit of the proposed system stems from the potential for controlling the relevant radiation properties by means of the piezoelectric micro-needle probe. Fig. 8 clearly illustrates some key effects of the curvature radius in this regard; shown is the near-field pattern evaluated along the E-plane of the structure at a depth d s = 1.3 mm in the unaltered medium with nominal complex permittivity. As it appears from Fig. 8, reducing r d is an effective means to achieve a quasi-uniform distribution of the field intensity over a wider region around the broadside direction. That is in turn important to enhance the illumination and, thereby, the localization of possible malignant tissues. To this end, the selection of the curvature radius value r d = 0.4 mm provides a good compromise between near-field radiation properties and efficiency (see Fig. 7 ), while keeping good performance in terms of reduced reflection coefficient at the input terminals of the device.
In order to gain a physical insight into the emission characteristics featured by the proposed sensor, the transient behavior of the electric field radiated by the structure in the skin has been investigated at the time instants τ ∓ s = t 0 ∓ T g [see Equation (9)]. In this way, it has been pointed out that the good coverage at the boresight is substantially due to the energy leakage of the current wave flowing along the curved probing needle. This specific process leads to the excitation of a number of successive wavefronts W v i (i = 1, 2, . . .), which are to a good approximation circles centered at the virtual phase center having Cartesian coordinates x = −r d , y = z = 0 (see Fig. 9 ). As a consequence, it is straightforward to infer that, in the general space point within the host medium, the time of arrival of the radio signal relevant to the first-order wavefront W v 1 changes with the elevation angle of observation ϑ as:
Besides, it is worth noting that the peculiar geometrical configuration of the sensor results in an additional travelling-wave-like radiation process, with wavefront W t , originating in the tapered spatial region, between the probe and the metal shield, which may be actually regarded as a vee-monopole structure [20] . Thanks to that, no deep nulls are observed in the near-field intensity distribution. As it can be noticed in Fig. 9(b) , the interaction of the radio-wave contributions from the feed section with the truncation of the shielding disk is responsible for the excitation of two diffraction wavefronts W d and W d . The diffracted field propagates back to the driving point generating secondary emission/diffraction phenomena. The process then repeats and results in the well-known ringing effect [21] , which should be properly taken into account during the prototyping stage of the design to optimize the sensor performance. To this end, a rolled termination of the shield might be used, in addition to a suitable absorber, to minimize edge diffraction and, thereby, produce a well controlled radiation pattern. It is, anyhow, to be pointed out that the lossy characteristics of the dermis already play a significant role to mitigate the level of the mentioned parasitic reflections, as well as undesired fluctuations in the input impedance. In order to further analyze the characteristics of the electromagnetic field transmitted in the skin, the footprint of the proposed device at the depth d s = 1.3 mm in the unaltered medium with nominal material parameters has been evaluated at the central working frequency f c . The footprint, representing the effective area illuminated by the sensor on the skin surface or subsurface, provides important information in the radio-frequency monitoring of cancer-related anomalies. As a matter of fact, a small or defocused footprint makes the detection of abnormal tissues difficult because of the reduced strength of the target back-scattering response. So, an optimal footprint is of fundamental importance to enhance the assessment and diagnosis of possible health vulnerabilities. As commonly done in the realm of ground penetrating radar (GPR) applications [22] [23] [24] [25] , the footprint can be determined as the normalized peak-value distribution of the electric field tangential to the observation plane at depth d ≥ 0, namely: Fig. 10 demonstrates that the radius ρ F P of the −3 dB subsurface footprint featured by the proposed sensor in the near-field region is closely related to the dimension of the device, namely the size r g of the ground plane acting as a reflector. Furthermore, it has been numerically found that, for significant depths of observation in the skin, ρ F P tends to reduce as r g becomes larger. Although the computed maps are not shown here for the sake of brevity, this property can be readily inferred by considering the Fourier-transform relationship holding between a given aperture current distribution and the relevant far-field pattern [26] . So, one can conclude that the size of the footprint can be adjusted by varying the effective aperture of the structure. This concept forms the basis for developing futuregeneration class of sensors with electronically tunable characteristics. As pointed out in the time domain, the radiated energy tends to be focused in an angular sector centered on the broadside direction where the curvature radius of the micro-needle probe is properly selected (see Fig. 10(a) ). On the contrary, when, in the initial stage of the monitoring procedure, the needle is pierced through the skin in vertical position, the sensor footprint assumes, as expected from linear antenna theory, a donut-like shape with a deep radiation null at the boresight (see Fig. 10(b) ), potentially resulting in a masking of the target and, hence, an inaccurate diagnosis. A key role in the design of the considered sensing devices is played by the radius r g of the metal shield. In order to provide the reader with essential information in this respect, a comprehensive investigation into the structure performance in terms of impedance matching and radiation properties has been carried out. The parametric study of the frequency-domain behavior of the input reflection coefficient has shown that the ground plane size has a strong impact on the operating bandwidth BW at 10 dB return-loss level (see Fig. 11 ), the maximum BW max 32 GHz being obtained for r g λ S /2 0.8 mm where λ S = 2π/k S denotes the fundamental wavelength in the skin layer. On the other hand, as it appears from Fig. 11 , the impedance matching of the sensor to the feeding line is severely jeopardized wherein a radius r g 4λ S /5 1.2 mm is selected. Fig. 11 also demonstrates the important conclusion that the dimension of the metal shield has no significant influence on the resonant frequency f 0 , unless the ground plane size is reduced below the threshold r g 2λ S /5 0.6 mm. The total efficiency of the structure has been computed at the resonance in order to examine the relevant radiation characteristics. In doing so, the following heuristic equation has been found to hold true with a good degree of confidence (see Fig. 12 ): e a 16.75 − 11.25 r g ,
where r g is expressed in mm, and e a in percentage. However, it is to be stressed out that the level of power deployed in the host medium does not necessarily increase and, conversely, a substantial spurious emission may occur in the air region as r g becomes smaller. To clarify this point, a dedicated analysis has been carried out by investigating the sensor behavior in terms of near-field front-to-back radiation ratio, defined as follows:
d denoting the observation depth in the dermis. As it can be inferred, such figure of merit is conveniently introduced to quantify the electromagnetic-field focusing properties of the device. In Fig. 12 , one can notice that the back-radiation level is actually a non-monotone function, directly related to the metal shield radius in the range r g 2λ S /3 1.0 mm. On the basis of the heuristically derived Equation (22) , the computed results clearly reveal that the design value r g λ S /2 provides a good trade-off between circuital characteristics, efficiency, and parasitic energy emission. That in turn is useful to reduce potential electromagnetic interferences (EMI s) due to the interaction with nearby electronic equipment. Furthermore, where the suggested ground plane size is adopted for the manufacturing, a superior performance in terms of quasi-uniformity of the field intensity distribution at the boresight is achieved (see Fig. 13 ) so enhancing the illumination of possible malignant lesions and, hence, the target detectability.
By using the specified optimal geometrical parameters, an extensive parametric study has been finally performed to analyze the effect produced on the sensor response by variations of the relative permittivity ∆ε r S /ε r S , and electrical conductivity ∆σ S /σ S of the skin due to the presence of anomalous tissues with different content of water, salts and proteins (see Fig. 14) . In this way, it has been pointed out that the relative variation on the fundamental resonant frequency f 0 of the device is closely described by the fitting equation:
where the involved quantities are all expressed in percentage. On the other hand, the operating bandwidth BW at 10 dB return-loss level features a more complex behavior, and tends to reduce to zero in the parameter domain ∆ε r S /ε r S + ∆σ S /σ S 77.5%, because of the large back-reflection to the feeding line. The presented data and Figure 15 . Experimental measurement layout for a reflectometrybased discrimination of the risk level due to the presence of cancerrelated anomalies of the skin.
A dual directional coupler is used, in combination with a high-sensitivity detector, to evaluate the characteristics, in terms of resonant frequency and operating bandwidth, featured by the sensor bedded in the medium under test.
design formulas provide useful information in a reflectometry-based detection procedure of the skin cancer. In this regard, it is to be noticed that the bandwidth-frequency points relevant to different risk levels can be easily discriminated by using a dual directional coupler [27] in combination with a suitable high-sensitivity receiver, as shown in Fig. 15 .
CONCLUSION
The design and full-wave characterization of piezoelectric micro-needle antenna sensors for near-field detection of cancer-related anomalies of the skin has been presented. To this end, an accurate locally conformal FDTD procedure has been adopted. In this way, a detailed and insightful understanding of the physical processes affecting the circuital characteristics and radiation properties of the considered class of devices has been gained. This in turn is of crucial importance to enhance the structure reliability, so optimizing the design cycle. In this respect, an experimental sensor layout has been discussed in detail. Specifically, an AlN piezoelectric film sandwiched between M o electrodes is used to adjust the curvature radius of the micro-needle probe by application of a suitable low-frequency control voltage, with a minimally invasive impact on the surrounding biological material.
The major benefit of the proposed system stems from the potential for achieving a superior performance in terms of input impedance matching and efficiency, in combination with an electronically tunable steering property of the near-field radiation pattern which can be profitably used to focus the electromagnetic energy or, conversely, to get a quasi-uniform distribution of the field intensity over a wider angular sector along the broadside direction within the host medium. Such capability is essential to enhance the illumination and, hence, the detection of possible malignant lesions, so providing a favorable additional degree of freedom in the detection procedure. By using the detailed modeling approach, an extensive parametric study has been carried out to analyze the effect produced on the sensor response by variations of the relative permittivity and electrical conductivity of the skin due to the presence of anomalous cells, and thus useful heuristic discrimination formulas have been derived. In this way, one can retrieve information about the growth rate of potentially cancerous tissues, which is a very important aspect regarding the monitoring of the risk.
In future studies, an extensive analysis of the feeding section, as well as a detailed investigation of the control mechanism of the piezoelectric probe are to be presented, in view of the experimental verification and assessment of the diagnosis accuracy achievable with the proposed class of sensors in real-life clinical surveys.
